A comparison of microscopic examination and rapid diagnostic tests used in Guyana to diagnose malaria

Rajini Kurup, Rena Marks
Faculty of Health Sciences, University of Guyana, Georgetown, Guyana, South America

Abstract

The aim of this study was to compare rapid diagnostic tests (RDTs) for malaria with routine microscopy for a prompt and accurate diagnosis of malaria and to provide an effective disease management in Guyana. Blood samples were collected randomly from 624 patients with clinical suspicion of malaria from four private hospitals in Georgetown, Guyana. The five different test methods [Paramax-3, Optimal-IT, VISITECT Malaria Combo PAN/Pf, Standard Diagnostic (SD) Bioline and conventional Giemsa stain microscopy] were performed independently by well trained and competent laboratory staff to assess the presence of malaria parasites. Results from the rapid diagnostic kits were analyzed and compared to those obtained by general microscopy. Of the 624 patients involved in the study, 197 (31.6%) tested positive and 427 (68.4%) tested negative to RDT whereas 190 (30.4%) tested positive and 434 (69.6%) tested negative to microscopy. The positive agreement index between RDT and microscopy was 89%. A comparison of microscopy with the RDTs, Paramax, Optimal-IT, Omega, SD, showed a positive agreement index of 93%, 86%, 80% and 86%, respectively. The study, therefore, highlights the importance of both methods in diagnosis of malaria in endemic areas. Microscopy is the more reliable method in rural areas where malaria is most prevalent. RDT offers a good alternative, being an easy and rapid method that does not require an experienced laboratory technician.

Introduction

Malaria is an extremely complex disease that has been responsible for deaths and social disruption since the beginning of recorded human history. A large number of suspected malaria cases are still not suitably identified, resulting in the overuse of anti-malarial drugs and poor disease monitoring. The World Health Organization has recommended that management of all malaria cases should be confirmed by quality-assured, parasite-based diagnosis before treatment is started. Parasite densities of around 200 parasites per microliter (parasites/L) should be detected to ensure high field sensitivity for clinically significant malaria infection in many malaria endemic populations. High sensitivity of malaria diagnosis is important in all settings, and is essential for the most vulnerable population groups. This is particularly important for infants and pregnant women who are at greater risk by a wrong diagnosis. In these subjects, malaria infection produces an acute illness that can rapidly progress to death. Malaria remains a very serious health problem in Guyana, South America. It affects mainly the indigenous population living in rural/hinterland communities and miners working in those areas. Malaria is not considered to be the major cause of death overall in Guyana but becomes a great threat when combined with malnutrition or if repeated episodes are experienced. According to available data, cases of malaria are on the increase, with the majority occurring in inland regions. Currently, microscopic examination of thin or thick blood smears is widely used for diagnosis of malaria. Giemsa microscopy is regarded as the most suitable diagnostic instrument for malaria control because it is inexpensive to perform, and it is able to differentiate malaria species and quantify parasites. At low level parasitemia, the sensitivity of microscopy is limited and the method is time consuming, labor intensive, and requires an experienced microscopist. The sensitivity of various diagnostic methods also depends on the malaria species, the parasite density, previous treatment, gametocytemia and quality of the diagnostic method. The national malaria control programs of several countries have been using rapid diagnostic tests (RDTs) as a definitive diagnostic tool where microscopy is not readily available to confirm suspected malaria cases. However, in Guyana, most of these RDTs are used in the private sector. This study, therefore, explores the importance of microscopy and different diagnostic methods for the detection of Plasmodium species in Guyana.

Materials and Methods

This prospective study was conducted in Georgetown (Region n. 4), an urban region of Guyana, between July and October 2011. Samples were obtained from one private laboratory (Laboratory A), one private clinic (Laboratory B), and two private hospitals (Laboratory C and Laboratory D) in the city of Georgetown, Guyana. These private institutions use RDTs as their main diagnostic tool for malaria. However, Laboratory B would follow up with microscopy only if the RDT result is positive. All tests were carried out immediately and examined by well trained and competent laboratory staff. For microscopy, the test was examined independently by expert microscopists in different settings who did not know the results of RDT. Written results were communicated immediately to the clinicians.

Eligibility for participation

All participants were patients who presented with signs and symptoms of a malaria infection and for whom a malaria test was requested by a physician. Those who had recently returned from an endemic rural region of Guyana with a high prevalence of malaria were also suitable candidates for this investigation. A total of 624 samples were obtained.

Rapid diagnostic tests

Four different brands/types of RDT were used by the different laboratories: Paramax-3, Optimal-IT, VISITECT Malaria Combo PAN/Pf, and Standard Diagnostic Bioline, Malaria Ag P/ P (SD). Laboratory A used SD (batch n. 018110); Laboratory B used VISITECT Malaria Combo PAN/Pf (batch nos. 126013, 126041 and...
This is a rapid, self-testing, qualitative, 2-site sandwich immunoassay utilizing whole blood to detect Plasmodium falciparum specific histidine rich protein-2 (Pf HRP-2), Plasmodium vivax specific parasite lactate dehydrogenase (pLDH) and pan malaria specific pLDH. This test can be used for the specific detection of P. falciparum and P. vivax malaria, and to differentiate other malarial species.

OptiMed OptiMal-IT is an immune-chromatography test using monoclonal antibodies against the metabolic enzyme pLDH of Plasmodium spp. These monoclonal antibodies are classified in two groups: i. specific for P. falciparum; ii. using pan-specific monoclonal antibodies reacting with all four species of Plasmodium spp. that can occur in human beings: P. falciparum, P. vivax, P. ovale, and P. malariae.

It is specific for the detection of pLDH, an enzyme produced by both sexual and asexual forms of the parasites and sensitive for the detection of peripheral parasitemia levels of 0.001-0.002% (50-100 parasites/μL of blood).

VISITECT Malaria Combo PAN/ P. falciparum

VISITECT Malaria Combo Pan/Pf is a rapid test for the detection of P. falciparum, non-P. falciparum or mixed infections that utilizes the principle of immune-chromatography. This kit determines malarial infection by the detection of pan malaria specific pLDH released from parasitized red blood cells. Additionally, it determines the specific infection of P. falciparum by the detection of P. falciparum specific Pf HRP-2, a water soluble protein that is released from parasitized erythrocytes of infected individuals and is species specific.

SD Bioline Malaria Ag P. vivax/ P. falciparum

The SD Bioline Malaria P/Pv test is a rapid immunochromatographic test for qualitative detection of antibodies of all isotypes (IgG, IgM, IgA) specific to P. falciparum and P. vivax simultaneously in human whole blood. Whole blood can be used for testing immediately or stored at 2-8°C for up to three days. This test is intended for initial screening and all positive specimens should be confirmed by microscopic examination.

Microscopy diagnosis

All of the samples obtained were first tested by RDTs, then the same samples were used to make thick and thin smears. A small number of smears were made from fresh capillary blood. The remaining smears were made from venous blood obtained from the patient added to an EDTA collection tube. These were stored at 2-8°C for between 24 to 48 h after being tested by RDT and prior to microscopic examination. The smears were processed by fixing the thin film in absolute methanol (methyl alcohol), heat fixed and stained with 10% Giemsa solution in buffered water, pH 7.2 for 10-12 min. After staining, the smears were rinsed with normal water, drained and air dried. They were then examined by light microscopy under 1000x magnification for malaria parasites, Plasmodium species and quantization. A malaria blood film was considered negative after 100 high power fields had been examined and no parasite observed. The parasite count per microliter of blood was obtained by using the formula: [parasite count/200 white blood cell (WBC)] × absolute WBC count. If the parasite density was found to be more than 100 parasites/field in a thick film, the thin film was used for the count. Upon the observation of asexual malaria parasites, parasitized red blood cells (RBCs) were counted against 1000 RBCs. The parasite count per microliter of blood was obtained using the formula: (parasite count/1000 RBC) × absolute RBC count. The thin film was used for species identification of detected malaria parasites.

Ethical approval

Ethical approval for this research was granted by the Ethical Review Committee of the Ministry of Health, Georgetown, Guyana, South America.

<table>
<thead>
<tr>
<th>RTDs</th>
<th>Microscopy Positive</th>
<th>Microscopy Negative</th>
<th>Sensitivity (%) (95% CI)</th>
<th>Specificity (%) (95% CI)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
<th>Accuracy (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Positive</td>
<td>172</td>
<td>25</td>
<td>90.5 (86.6-93.5)</td>
<td>94.2 (92.5-95.6)</td>
<td>87.3</td>
<td>95.8</td>
<td>93.1</td>
</tr>
<tr>
<td>Negative</td>
<td>18</td>
<td>409</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Mc Nemar test=0.36; P<0.05; Accuracy=93.3%; kappa=83.9. RTDs, rapid diagnostic tests; PPV, positive predictive value; NPV, negative predictive value.

<table>
<thead>
<tr>
<th>RDTs</th>
<th>Microscopy Positive</th>
<th>Microscopy Negative</th>
<th>Sensitivity (%) (95% CI)</th>
<th>Specificity (%) (95% CI)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
<th>Accuracy (%)</th>
<th>( \chi^2 )</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>PARAMAX</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Positive</td>
<td>84</td>
<td>11</td>
<td>98.8 (93.8-99.9)</td>
<td>94.9 (92.9-96.3)</td>
<td>88.4</td>
<td>99.5</td>
<td>96.0</td>
<td>247.19</td>
<td>&lt;0.05</td>
</tr>
<tr>
<td>Negative</td>
<td>1</td>
<td>204</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>OPTIMAL-IT</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Positive</td>
<td>57</td>
<td>4</td>
<td>80.3 (73.2-84.0)</td>
<td>79.7 (95.3-99.3)</td>
<td>93.4</td>
<td>93.1</td>
<td>93.2</td>
<td>177.9</td>
<td>&lt;0.05</td>
</tr>
<tr>
<td>Negative</td>
<td>14</td>
<td>148</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>OMEGA</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Positive</td>
<td>18</td>
<td>6</td>
<td>85.7 (67.4-95.8)</td>
<td>88.7 (81.4-92.7)</td>
<td>75.0</td>
<td>94.0</td>
<td>87.8</td>
<td>38.0</td>
<td>&lt;0.05</td>
</tr>
<tr>
<td>Negative</td>
<td>3</td>
<td>47</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>SD</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Positive</td>
<td>13</td>
<td>4</td>
<td>100 (78.7-100)</td>
<td>71.4 (51.6-71.4)</td>
<td>76.5</td>
<td>100</td>
<td>85.2</td>
<td>14.75</td>
<td>&lt;0.05</td>
</tr>
<tr>
<td>Negative</td>
<td>0</td>
<td>10</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

RTDs, rapid diagnostic tests; PPV, positive predictive value; NPV, negative predictive value.
Statistical analysis

Since none of the diagnostic methods tested in this study is considered as gold standard, statistical analysis was carried out according to Erhart et al., Bhattarai et al. and Speybroeck et al.\textsuperscript{15,17} The agreement between the two tests was evaluated by calculating positive and negative agreement indices according to the theory proposed by Graham and Bull.\textsuperscript{18} Considering the readings of the two tests reported as either positive or negative, the values a, b, c and d denote the observed frequencies for each possible combination of ratings by tests 1 and 2. a. the number of samples positive with both tests; b. the number of samples negative with test 1 and positive with test 2; c. the number of samples positive with test 1 and negative with test 2; and d. the number of samples negative with both tests.

The proportion of specific agreement for the overall agreement ($P_0$), the positive ratings ($P_{pos}$) (the positive agreement index), and for the negative ratings ($P_{neg}$) (the negative agreement index) were calculated as follows:

\[ P_0 = \frac{a + d}{total} \]
\[ P_{pos} = \frac{2a}{2a + b + c} \]
\[ P_{neg} = \frac{2d}{2d + b + c} \]

This method excludes the limitation of the kappa statistics. Mean, standard deviation, prevalence and confidence intervals were calculated using SPSS 11 software. The calculations of positive and negative agreement indices and overall agreement indices were made according to Erhart et al., Bhattarai et al. and Speybroeck et al.\textsuperscript{15,17}

Results

A total of 624 patients, aged 1-83 years (mean 33.6 years $\pm$ 14.4 years) suspected of malaria or presenting a history suggestive of malaria were included in the study. The study involved more males 443 (71%) than females 181 (29%).

Giemsia stain microscopy

The results of parasite detection by microscopy are shown in Tables 1 and 2. Diagnostic performances of the tests with their batch numbers are shown in Table 3. The Giemsia stain microscopy test reported 190 slide positive cases of malaria (30.5%). Positivity with RDTs was 31.6%. Out of these positive films, 163 slides (85.8%) were positive with mono-infection. Species determination identified 99 (52%) slides with mono-infection of $P. falciparum$ (Ff), 63 (33%) slides with mono-infection of $P. vivax$, and one (0.5%) slide with mono-infection $P. malariae$ (Pm). Mixed infections were recorded in 27 (14.2%) slides (Table 4).

Microscopy recorded parasite count with $P. falciparum$ ranging from 24 to 105,600 parasites/µL (mean count 11,002.4 parasites/µL), $P. vivax$ ranging from 96 to 163,800 parasites/µL (mean count 12,736.3 parasites/µL), $P. malariae$ with mean count 1469 parasites/µL and $P. falciparum$ gametocyte recorded 24 to 12,330 parasites/µL (mean count 2235.1 parasites/µL).

Rapid diagnostic tests

**Paramax**

Of the total 300 patients tested for malaria with Paramax against microscopy, 95 (31.6%) were Paramax positive compared to 85 (28.3%) positive by microscopy. 59 cases were $P. falciparum$ positive, 28 cases were $P. vivax$ positive, and 8 cases were both $P. falciparum$ and $P. vivax$ positive.

**OptiMAL-IT**

Of the 223 patients tested for malaria with OptiMAL-IT against microscopy, 145 cases were OptiMAL positive, 23 cases were $P. falciparum$ positive, 35 cases were $P. vivax$ positive, and 8 cases were both $P. falciparum$ and $P. vivax$ positive.

**VisiTect**

Overall, 74 patients were tested for malaria with VisiTect against microscopy: 7 were $P. falciparum$ positive, 7 $P. vivax$ positive, and 10 cases both $P. falciparum$ and $P. vivax$ positive.

**Standard Diagnostic**

Of the 27 patients tested for malaria with SD against microscopy, 6 cases were $P. falciparum$ positive, 5 cases were $P. vivax$ positive and 6 cases both $P. falciparum$ and $P. vivax$ positive.

Concurrence between microscopy and rapid diagnostic tests

Comparison between microscopy and RDTs were assessed by calculating positive and negative agreement indices. Table 2 shows positive and negative agreement index among different RDT kits. A high positive agreement index was observed in all RDTs except SD.

Discussion

Malaria can be a life-threatening disease in a vulnerable population if not treated. Therefore, a quick and accurate diagnosis is very important. To prevent unnecessary antimalarial treatments, it is important to confirm clinical suspicions with a good laboratory test. RDTs for malaria are being increasingly adopted across endemic countries to strengthen parasitological diagnosis and appropriate management of all cases of fever. They are particularly valuable in areas which do not have good resources for microscopy.

Most RDTs only record the presence or absence of antigens but cannot measure the parasite density. These should, therefore, only be considered as an extended means of parasite based diagnosis where microscopy is absent due to its varied diagnostic applications and importance of supportive patient management.\textsuperscript{4,15-21} The national malaria control programs of several countries have been using these RDTs as a definitive diagnostic tool where microscopy is not readily available to confirm suspected malaria cases.\textsuperscript{12} However, in Guyana most of these RDTs are used in the private sector.

In this study, we assessed the field performance of the RDT among different hospital laboratory and private laboratories using conventional Giemsa stain thick and thin blood films. In the current study, more infections were detected by RDT than by blood slide microscopy.

Among all the four RDTs used in this study, OptiMAL had the lowest positive results compared to microscopy. This could be because some malaria infections detected by blood films were not detected by the OptiMAL test because the latter detects pLDH which is produced only by living parasites. It is possible that some of the patients infected with malaria medicated themselves when malaria symptoms appeared during this outbreak and did not report this to the attending clinician. Self treatment of malaria is widespread in Guyana (Kurup and Kumar; unpublished results, 2011). There are other possible explanations for discrepancies in test results obtained by blood film examination and by the OptiMAL test, including: i) insufficient detection of low parasitemia levels by OptiMAL; ii) the sequestration of parasites; and iii) false-positive reactions.

In areas where there is a high incidence of malaria, the lack of facilities undermines the benefits of RDTs. RDTs, however, are sensitive diagnostic tools for malaria. They are also simple to use and provide quick results without the need for good microscopic equipment and electricity, making them a good alternative to microscopy in endemic areas.\textsuperscript{22} Marx and others,\textsuperscript{23} in their systematic review on the accuracy of RDT for malaria in returning travelers, indicates that, despite a low sensitivity, RDT will lead to the detection of most clinically relevant $P. falciparum$ cases with considerably better accuracy than that to be expected from routine microscopy. The current study confirms that RDT in conjunction
with microscopy should improve the diagnosis of malaria. However, RDT use should be considered as more cost-effective in the areas characterized by high-moderate intensity malaria transmission and in situations where health services are inadequate or absent.23

On other hand, RDTs only record the presence or absence of antigens but cannot measure the parasite density. They should, therefore, only be considered to be an extended means of parasite based diagnosis where microscopy is absent due to its varied diagnostic applications and the importance of supportive patient management.4,19-21 Reports from elsewhere indicate that RDTs have shown a comparable level of accuracy to microscopy in clinical settings.24,25 Even though the clinical history of the participants was not recorded in our study, evidence from other studies showed that RDT positive cases missed by microscopy might be individuals who had been treated but in whom antigenemia persists.25,26 A potential alternative explanation for this level of false positives is sequestration: erythrocytes containing mature parasites clump together in the microvasculature and are, therefore, not seen in the peripheral circulation and blood films, while antigen continues to be released.27 It may also be possible that the parasite density was too low to be

| Table 3. Diagnostic performances of individual rapid diagnostic tests and their Batch number compared to that of microscopy. |
|--------------------------------------------------|----------------------|----------------------|------------------|------------------|------------------|------------------|------------------|
| RDTs                                           | Microscopy           | Sensitivity (%)      | Specificity (%)   | PPV (%)          | NPV (%)          | Accuracy (%)      | \( \chi^2 \)     | P value          |
| PARAMAX                                        | Positive             | (95% CI)             | (95% CI)          |                  |                  |                  |                  |                  |
| Batch 91111                                    | Positive             | 16 8                 | 96.9 (86.4-99.8)  | 97.0 (91.9-98.4) | 93.9             | 98.5             | 96.9             | 85.0 <0.05       |
|                                               | Negative             | 0 66                 |                   |                  |                  |                  |                  |                  |
| Batch 91114                                    | Positive             | 31 2                 | 100 (79.3-100)    | 89.2 (84.7-89.2) | 66.7             | 100              | 91.9             | 53.5 <0.05       |
|                                               | Negative             | 1 64                 |                   |                  |                  |                  |                  |                  |
| Batch 91117                                    | Positive             | 27 1                 | 100 (89.2-100)    | 98.1 (92.6-98.1) | 96.4             | 100              | 98.8             | 75.7 <0.05       |
|                                               | Negative             | 0 52                 |                   |                  |                  |                  |                  |                  |
| Batch 91121                                    | Positive             | 10 0                 | 100 (75.2-100)    | 100 (88.8-100)   | 100              | 100              | 100              | 32.0 <0.05       |
|                                               | Negative             | 0 22                 |                   |                  |                  |                  |                  |                  |
| OPTIMAL - IT                                   | Positive             | 42 4                 | 84.0 (74.9-89.1)  | 96.0 (91.5-98.6) | 91.3             | 92.3             | 92               | 100.3 <0.05      |
| Batch 0E0015M                                  | Negative             | 8 96                 |                   |                  |                  |                  |                  |                  |
| Batch 0K0027M                                  | Positive             | 15 0                 | 71.4 (56.2-71.4)  | 100 (93.8-100)   | 100              | 100              | 91.8             | 46.7 <0.05       |
|                                               | Negative             | 6 52                 |                   |                  |                  |                  |                  |                  |
| OMEGA                                          | Positive             | 4 4                  | 89 (33.3-98.9)    | 78.9 (66.6-83.9) | 50.0             | 93.8             | 79.2             | 6.2 <0.05        |
| Batch 126013                                   | Negative             | 1 15                 |                   |                  |                  |                  |                  |                  |
| Batch 206041                                   | Positive             | 8 1                  | 80 (51.8-89.5)    | 95.7 (83.4-99.8) | 88.9             | 91.7             | 90.9             | 20.1 <0.05       |
|                                               | Negative             | 2 21                 |                   |                  |                  |                  |                  |                  |
| Batch 206043                                   | Positive             | 6 4                  | 100 (60.7-100)    | 91.7 (72.0-91.7) | 85.7             | 100              | 94.4             | 14.1 <0.05       |
|                                               | Negative             | 0 11                 |                   |                  |                  |                  |                  |                  |
| SD                                             | Positive             | 13 4                 | 100 (78.7-100)    | 71.4 (51.6-71.4) | 76.5             | 100              | 85.2             | 14.7 <0.05       |
|                                               | Negative             | 0 10                 |                   |                  |                  |                  |                  |                  |

RDTs, rapid diagnostic tests; PPV, positive predictive value; NPV, negative predictive value.

| Table 4. Comparison of slide microscopy and rapid diagnostic tests by species detected. |
|-----------------------------------------------|-------------------|-------------------|-----------------|-----------------|-----------------|-----------------|-----------------|
| RDTs                                         | Neg | Pf  | Pfv  | Pfm | Pf  | Pfv  | Pfm | Pf  | Pfv  | Pfm | Pf  | Pfv  | Pfm | Pm  | Pv  | Pvm | Total |
| Neg                                           | 409 | 14  | 0.0  | 0.0 | 0.0 | 0.0  | 0.0 | 4.0 | 0.0  | 0.0 | 0.0 | 0.0  | 0.0 | 427 | 68.4 |
| Pf                                           | 19  | 78  | 12.5 | 0.0 | 4.0 | 0.6  | 2.3 | 0.0 | 4.0  | 0.6 | 0.0 | 0.0  | 0.0 | 107 | 17.1 |
| Pfv                                          | 1   | 6   | 1.0  | 3.0 | 0.5 | 14.2 | 0.0 | 0.0 | 3.0  | 0.5 | 0.0 | 4.0  | 0.6 | 27  | 4.3  |
| Pv                                           | 5   | 1   | 0.2  | 3.0 | 0.5 | 0.0  | 1.0 | 0.2 | 32   | 8.3 | 1.0 | 0.2  | 63  | 10.1 |
| Total                                        | 434 | 99  | 15.9 | 3.0 | 0.5 | 21.3 | 2.3 | 1.0 | 63   | 10.1 | 1.0 | 624  | 100 |

RDTs, rapid diagnostic tests; Pf, P. falciparum; Pfm, P. falciparum & P. malariae; Pfv, P. falciparum & P. vivax; Pfm, P. falciparum & P. vivax & P. malariae; Pm, P. malariae; Pv, P. vivax; Pm, P. vivax & P. malariae.
seen by microscopy but that there was sufficient parasite antigen to result in a positive RDT.  

Although molecular tests such as RDT should be preferred to microscopy, RDT testing for confirmation of malaria cannot be used in countries like Guyana since the protocols are too cumbersome, too expensive, and are not simple or rapid, or even not available at all, because of limited resources such as a lack of electricity and inadequate laboratory infrastructure.  

In this study, both RDT and microscopy provided comparable results. Therefore, RDT in conjunction with microscopy should be used to improve the diagnosis of malaria. RDT use should be considered more cost-effective in the areas characterized by high-moderate intensity malaria transmission and in situations where health services are inadequate or absent.  

References