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Abstract 

This study aimed to determine the
repeatability and reproducibility of Orbscan
for anterior and posterior best fit sphere
(BFS), simulated keratometry (Sim-K), and
central (CCT) and mid-peripheral (PCT)
corneal thickness measurements in healthy
eyes. Orbscan was performed in 40 healthy
eyes (20 subjects) three consecutive times
on each cornea during three visits scheduled
over one week. Repeatability and repro-
ducibility coefficients [Bland and Altman’s
coefficient (BAC), coefficient of variation
(CV) and intraclass correlation (ICC)] were
calculated for Orbscan anterior and posterior
BFS, Sim-K and corneal pachymetry (central,
superior, inferior, nasal and temporal loca-
tions). Repeatability was calculated using
three consecutive measurements during
each visit, while reproducibility was calculat-
ed using the average of the measurements
obtained at each visit. High repeatability was
found for all Orbscan measurements
(r2<0.01; P>0.05, two-way ANOVA) with BAC
and CV <1% (except in PCT coefficients;
from 0.97% to 1.67%) and ICC close to 0.98-
0.99 for all visits. High reproducibility was
also found for all Orbscan measurements
(r2<0.01; P>0.05 two-way ANOVA). BAC val-
ues were less than 1% for both BFS and Sim-
K, and between 1.21 and 2.20% for corneal
pachymetry. CV values were less than 1%
(except in superior, nasal and temporal PCT,
where they ranged from 1.06 to 1.30%). ICC
was close to 0.98-0.99 for all measurements.
The BAC of reproducibility was higher than
the CV of reproducibility. PCT showed less
repeatability and reproducibility than CCT.
The Orbscan provides non-invasive, repeat-
able and reproducible measurements of ante-
rior and posterior BFS, simulated keratome-
try. and central and mid-peripheral pachyme-
try in healthy eyes.

Introduction

Computerized videokeratography can be
used to determine corneal topography and is
considered essential in keratoconus diagno-
sis.1-4 This technique also has many impor-
tant applications in refractive surgery,
including pre-operative screening, surgical
planning, postoperative assessment and
patient follow up,5-8 and in contact lens (CL)
fitting,9,10 where it is used in orthokeratol-
ogy,11 corneal refractive therapy12 and CL fit
on irregular corneas.13,14 Corneal thickness,
which is one of the most used indicators to
assess ocular health and is used to determine
intraocular pressure (IOP) measurements in
the diagnosis and follow up of glaucoma,15

can also be measured using computerized
videokeratography. 
The Orbscan II topography (Bausch &

Lomb Surgical) is a scanning slit (light)-
based optical reflectance instrument capable
of taking several images of different corneal
sections for 3-dimensional reconstruction of
corneal shape using the anterior and posteri-
or corneal surfaces [best fit sphere (BFS)]
and the corneal thickness at any point.16,17

Orbscan II combines the scanning slit with
Placido-ring videokeratography to obtain the
advantages of both systems and to generate
curvature-based (corneal power) maps.18-20

Because Orbscan II acquires data using
hybrid slit-scan and Placido ring technology,
it offers detailed information on corneal cur-
vature, power and thickness that can be
acquired by non-invasive exploration that
does not require topical anesthesia or
corneal touch. 
Other techniques commonly used to

explore the corneal surface have a variety of
limitations. For example, with standard ker-
atometry, only four points of the paracentral
area are used for the calculation of corneal
curvature.21 Standard (Placido’s rings-based)
corneal topographers provide a global meas-
ure of anterior corneal surface but do not
provide information about posterior corneal
surface or corneal pachymetry.22 Ultrasound
pachymetry is commonly used to determine
corneal thickness,15,16,23-25 but the measure
depends critically on the technician’s experi-
ence and requires topical anesthesia.23

Most published studies have focused on
the reproducibility and repeatability of
Orbscan pachymetry measurements,17,24,25

while there is relatively little information
concerning other types of Orbscan measure-
ments, such as corneal curvature (anterior
and posterior BFS) and simulated keratome-
try (corneal power). Measurements of these
parameters are critically important in the
diagnosis of corneal pathology, in refractive
surgery1-6 and in CL fit.2,9-14 Other studies

have focused on comparing the use of
Orbscan before and after corneal surgery
with other corneal exploration tech-
niques.26,27

The aim of this study is to determine the
repeatability and reproducibility of Orbscan
for anterior and posterior BFS, simulated
keratometry and central and mid-peripheral
corneal thickness measurements in healthy
eyes.

Materials and Methods

The investigation used a one-week
prospective study design.

Subjects
Twenty subjects were enrolled in the study

(14 women; 6 men). The mean age was
20.3±2.2 years (range 18-25). The spherical
equivalent refractive error ranged from +2.00
D to -4.75 D (-1.60 D±1.75 D), and none of
the patients exhibited anisometropia greater
than 1.00 D. Wearing of CL was not permitted
during the study. Subjects were excluded if
they had active ocular-surface disease, such
as significant dry eye, papillary conjunctivi-
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tis, corneal opacities, current medication
that could affect ocular physiology, astigma-
tism (>2.00 D), or if they had previously
worn EW lenses. Subjects had vision cor-
rectable to 20/20 in each eye. Informed con-
sent was obtained from each subject after
approval was granted by the Human Sciences
Ethics Committee of the University of
Valladolid. All subjects were treated in accor-
dance with the Declaration of Helsinki.
Instrumentation
Orbscan (Bausch & Lomb, Rochester, NY,

version 3.12) was performed three consecu-
tive times (after completely realigning the
Orbscan) on each cornea during each visit,
and the mean was used as the final value at
each study visit. The Orbscan procedure has
been described previously28 and the instru-
ment was calibrated by the manufacturer.
Anterior and posterior BFS (millimeter), sim-
ulated keratometry (diopters) in the main
corneal meridians at the 3.0 mm zone and
central and mid-peripheral corneal thickness
(microns) were collected in each Orbscan
exploration (using standard pachymetry map
provided by the Orbscan in every assess-
ment). Mid-peripheral corneal thickness was
collected at 2.5 mm from the closest limbus
in four different corneal locations: at superi-
or, inferior, nasal and temporal corneal posi-
tions. To determine the thickness of the
cornea, Orbscan uses an algorithm that
involves multiplying the corneal thickness by
an acoustic factor of 0.92. The same operator
took all Orbscan measurements during all
visits.

Procedure
For the study, three visits were scheduled

over one week. During the initial visit (day
0), participants were screened according to
the inclusion and exclusion criteria. The pro-
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Table 1. Summary of Orbscan measurements over all study visits.

Anterior Posterior K Maximum K Minimum Central Superior Inferior Nasal Temporal
BFS (mm) BFS (mm) (D) (D) CT (mm) CT (mm) CT (mm) CT (mm) CT (mm)

Measure 1 8.00±0.17 6.52±0.15 43.90±0.92 42.94±1.12 571±46 624±38 605±36 632±43 586±40
Measure 2 8.01±0.16 6.52±0.15 43.90±1.00 42.96±1.15 572±45 626±41 605±36 635±43 585±40
Measure 3 8.00±0.17 6.51±0.14 43.90±0.95 43.02±1.10 572±46 627±38 607±40 635±39 585±41
Mean±SD 8.00±0.17 6.52±0.14 43.90±0.94 42.97±1.11 572±45 626±38 606±36 634±41 585±40
Measure 1 7.99±0.16 6.53±0.14 43.83±0.96 42.90±1.10 573±47 633±41 606±39 636±42 586±42
Measure 2 8.00±0.16 6.52±0.15 43.82±1.00 42.89±1.11 573±48 635±38 608±37 636±45 592±45
Measure 3 8.00±0.17 6.52±0.15 43.81±0.95 42.92±1.11 574±45 634±38 607±40 638±45 583±43
Mean±SD 8.00±0.16 6.52±0.15 43.82±0.95 42.91±1.10 573±47 634±38 607±38 637±43 587±42
Measure 1 8.00±0.16 6.52±0.15 43.76±0.88 42.82±1.05 570±48 628±39 605±40 634±44 587±42
Measure 2 7.99±0.16 6.52±0.16 43.84±0.92 42.84±1.07 572±47 629±41 603±36 634±46 586±42
Measure 3 8.00±0.16 6.54±0.15 43.72±0.94 42.85±1.25 573±47 635±39 603±33 635±43 587±41
Mean±SD 8.00±0.16 6.53±0.15 43.78±0.90 42.84±1.06 572±47 631±39 604±36 634±43 586±41
SD, standard deviation; BF, best fit sphere; D, diopter; CT, corneal thickness. 

Table 2. Analysis of repeatability of three measurements taken each visit (anterior and posteri-
or BFS, maximum and minimum keratometry, and central and mid-peripheral pachymetry).

Method Mean of Diff SD of Diff r2 P*

BFS anterior (visit 1) n=36
Measure 1 0.00 0.02 0.000 0.989
Measure 2 0.00 0.02 - -
Measure 3 0.00 0.03 - -
BFS anterior (visit 2) n=36
Measure 1 0.00 0.01 0.0000 0.987
Measure 2 0.00 0.02 - -
Measure 3 0.00 0.02 - -
BFS anterior (visit 3) n=36
Measure 1 0.00 0.01 0.000 0.975
Measure 2 0.00 0.02 - -
Measure 3 0.00 0.02 - -
BFS posterior (visit 1) n=36
Measure 1 0.00 0.03 0.000 0.912
Measure 2 -0.01 0.03 - -
Measure 3 0.01 0.03 - -
BFS posterior (visit 2) n=36
Measure 1 0.00 0.02 0.000 0.994
Measure 2 0.00 0.02 - -
Measure 3 0.00 0.02 - -
BFS posterior (visit 3) n=36
Measure 1 0.00 0.02 0.000 0.941
Measure 2 0.00 0.03 - -
Measure 3 -0.01 0.02 - -
K max (visit 1) n=36
Measure 1 0.02 0.20 0.000 0.941
Measure 2 0.02 0.19 - -
Measure 3 -0.05 0.16 - -
K max (visit 2) n=36
Measure 1 -0.01 0.14 0.000 0.998
Measure 2 0.00 0.20 - -
Measure 3 0.01 0.17 - -
K max (visit 3) n=36
Measure 1 0.01 0.16 0.000 0.852
Measure 2 -0.07 0.17 - -
Measure 3 0.05 0.19 - -
K min (visit 1) n=36
Measure 1 0.04 0.18 0.000 0.945
Measure 2 0.01 0.16 - -
Measure 3 -0.05 0.17 - -

To be continued on next page.
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cedures governing the study were explained,
and informed consent was obtained. Baseline
Orbscan corneal topography measurements
were taken. During the second visit (on Day
3) and the third visit (on Day 7) Orbscan
corneal topography was performed.
Total time for acquiring all measurements

did not exceed 15 min for each subject. This
was to minimize the effect of diurnal varia-
tion of pachymetry.29,30 To ensure that corneal
circadian changes did not influence the
measurements, all visits related to the study
took place between 4 p.m. and 8 p.m., which
is the time of the day when the eye is most
physiologically stable.30,31

Statistical analysis 
Statistical analysis was performed using

the SPSS 14.0 (SPSS Chicago, Illinois, USA,
EEUU) statistical package for Windows.
Repeatability and reproducibility of

Orbscan were calculated for anterior and pos-
terior BFS, simulated keratometry of the
main corneal meridians, and central and
mid-peripheral (superior, inferior, nasal and
temporary) pachymetry.
We used the definitions of reproducibility

and repeatability of the British Standards
Institution32,33 as recommended by Bland and
Altman.34

Repeatability 
Repeatability is the condition in which

independent test results are obtained by the
same method on identical test items in the
same laboratory by the same operator using
the same equipment with the shortest time
lapse possible between successive sets of
readings.34 We investigated repeatability by
obtaining three Orbscan measurements in
each study visit. 
There are different ways to express

repeatability; the most commonly used are
Bland and Altman’s coefficient of repeatabili-
ty, the coefficient of variation (CV), and intr-
aclass correlation coefficient (ICC) of
repeatability. 
The Bland and Altman’s coefficient of

repeatability was calculated as the standard
deviation (SD) of the difference from the
mean of the repeat measurements divided by
the average response. The CV of repeatabili-
ty was calculated by dividing the standard
deviation by the mean value. Finally, the ICC
of repeatability was calculated based on the
repeated-measures analysis of variance.
As suggested by Bland and Altman,34

graphs of the differences against means were
plotted to ascertain that there was no relation
between the differences and the range of
measurement and to check that the differ-
ences between measurements were approxi-
mately normally distributed. Limits of agree-
ment were calculated (mean±two standard
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Table 2. Continued from previous page.

Method Mean of Diff SD of Diff r2 P*

K min (visit 2) n=36
Measure 1 0.00 0.13 0.000 0.995
Measure 2 0.01 0.14 - -
Measure 3 -0.01 0.14 - -
K min (visit 3) n=36
Measure 1 0.02 0.17 0.000 0.992
Measure 2 0.00 0.39 - -
Measure 3 -0.01 0.47 - -
Central CT (visit 1) n=36
Measure 1 0.90 3.88 0.000 0.989
Measure 2 -0.35 4.34 - -
Measure 3 -0.55 4.07 - -
Central CT (visit 2) n=36
Measure 1 0.81 3.81 0.000 0.988
Measure 2 0.11 3.87 - -
Measure 3 -0.92 3.99 - -
Central CT (visit 3) n=36
Measure 1 1.23 4.10 0.000 0.979
Measure 2 -0.19 4.17 - -
Measure 3 -1.05 4.72 - -
Superior CT (visit 1) n=36
Measure 1 1.60 11.10 0.000 0.947
Measure 2 -0.20 10.08 - -
Measure 3 -1.40 9.26 - -
Superior CT (visit 2) n=36
Measure 1 0.57 7.98 0.000 0.991
Measure 2 -0.68 9.94 - -
Measure 3 0.10 7.30 - -
Superior CT (visit 3) n=36
Measure 1 2.68 9.62 0.000 0.722
Measure 2 1.65 9.26 - -
Measure 3 -4.32 8.54 - -
Inferior CT (visit 1) n= 36
Measure 1 1.06 8.16 0.000 0.949
Measure 2 0.54 5.20 - -
Measure 3 -1.60 9.54 - -
Inferior CT (visit 2) n= 36
Measure 1 0.65 5.23 0.000 0.991
Measure 2 -0.60 6.72 - -
Measure 3 -0.05 5.46 - -
Inferior CT (visit 3) n= 36
Measure 1 -1.36 9.49 0.000 0.962
Measure 2 0.92 8.56 - -
Measure 3 0.44 6.29 - -
Nasal CT (visit 1) n= 36
Measure 1 1.83 6.61 0.000 0.949
Measure 2 -1.08 6.97 - -
Measure 3 -0.75 6.96 - -
Nasal CT (visit 2) n=36
Measure 1 0.38 7.70 0.000 0.972
Measure 2 0.99 5.61 - -
Measure 3 -1.37 9.59 - -
Nasal CT (visit 3) n=36
Measure 1 0.26 12.47 0.000 0.991
Measure 2 0.54 7.63 - -
Measure 3 -0.80 9.36 - -
Temporal CT (visit 1) n= 36
Measure 1 -0.35 6.37 0.000 0.998
Measure 2 0.06 6.09 - -
Measure 3 0.29 7.24 - -
Temporal CT (visit 2) n=36
Measure 1 0.79 7.44 0.000 0.719
Measure 2 -4.52 12.71 - -
Measure 3 3.73 9.00 - -
Temporal CT (visit 3) n=36
Measure 1 -0.36 5.94 0.000 0.988
Measure 2 0.86 5.86 - -
Measure 3 -0.50 6.34 - -

CT, corneal thickness; diff, differences; SD, standard deviation. *P: two-way analysis of variance (ANOVA).
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deviations).34 The two-way random effects
ANOVA model was used to detect differences
in corneal values (anterior and posterior
BFS, simulated keratometry and central and
mid-peripheral corneal thickness) between
each Orbscan measurement. P<0.05 was con-
sidered statistically significant.

Reproducibility
Reproducibility is the condition in which

independent test results are obtained during
different sessions or by different operators
on identical test items in the same laborato-
ry using the same equipment between suc-
cessive sets of readings.32-34

The reproducibility was calculated using
the average of the Orbscan final value (BFS,
simulated keratometry and corneal pachyme-
try) calculated in each visit. 
There are different ways to express repro-

ducibility; Bland and Altman’s coefficient of
reproducibility, the normalized standard
deviation or CV of reproducibility, and ICC of
reproducibility are the most commonly
used.33

The Bland and Altman’s coefficient of
reproducibility was calculated as the SD of
the differences between pairs of measure-
ments obtained during different sessions,
divided by the average of the means of each
pair of readings.34 The CV of reproducibility
was calculated by dividing the standard devi-
ation by the mean value obtained at each of
the three visits. Finally, the ICC of repeatabil-
ity was calculated based on the repeated-
measures analysis of variance of the three
visits.
Graphs of the differences against means,

as suggested by Bland and Altman,34 were
plotted and limits of agreement were calcu-
lated (mean±two standard deviations).
The two-way random effects ANOVA model

was used to detect differences in corneal
value (anterior and posterior BFS, simulated
keratometry and central and mid-peripheral
corneal thickness) between each scheduled
visit. P<0.05 was considered statistically sig-
nificant.

Results

Table 1 summarizes all Orbscan measure-
ments (anterior and posterior BFS, simulated
keratometry, and central and mid-peripheral
corneal thickness) obtained in all study visits.

Repeatability
The results of the repeatability of three

measurements of anterior and posterior BFS,
simulated keratometry, and central and mid-
peripheral corneal pachymetry (superior,
inferior, nasal and temporary) made with the

Orbscan are summarized in Table 2. Good
repeatability (r2<0.01) and statistically
insignificant differences between measure-
ments (two-way ANOVA P>0.05) were
observed for all Orbscan measurements.
Table 3 shows limits of agreement, Bland and
Altman’s coefficient of repeatability, CV and
ICC obtained in each visit. All Orbscan meas-
urements showed high repeatability in all
study visits.
In the Figures, the Bland-Altman plot com-

paring Orbscan anterior and posterior BFS
repeatability (Figure 1), simulated keratome-
try repeatability (Figure 2), and central and
mid-peripheral pachymetry repeatability
(Figure 3A-C) are represented.

Reproducibility
The reproducibility of measurements of

the anterior and posterior BFS, simulated
keratometry, and central and mid-peripheral
corneal pachymetry measurements taken
over three visits is summarized in Table 4.
Good repeatability (r2<0.01) and statistically
insignificant differences between visits
(two-way ANOVA P>0.05) were observed for
all Orbscan measurements.
Table 5 shows limits of agreement, Bland

and Altman’s coefficient of reproducibility,
CV and ICC obtained along all visits. All
Orbscan measurements showed a high repro-
ducibility in one week of follow up.
Figure 4 shows the Bland-Altman plot com-

paring the reproducibility of anterior and
posterior BFS, and simulated keratometry

Article

Table 3. Orbscan repeatability coefficients. Limits of agreement (Lo A), coefficient of vari-
ation of repeatability (CV) Bland and Altman’s coefficient of repeatability (BA CR) and
intraclass correlation coefficient (ICC) of Orbscan measurement over three visits are shown.

Diff±SD Lo A CV (%) BA CR (%) CCI

Anterior BFS (mm) n=36
Visit 1 0.00±0.02 0.05 to -0.05 0.30 0.29 0.99
Visit 2 0.00±0.02 0.03 to -0.03 0.23 0.21 0.99
Visit 3 0.00±0.02 0.03 to -0.03 0.22 0.20 0.99
Posterior BFS (mm) n=36
Visit 1 0.00±0.03 0.06 to -0.06 0.48 0.45 0.97
Visit 2 0.00±0.02 0.04 to -0.04 0.38 0.34 0.98
Visit 3 0.00±0.02 0.05 to -0.05 0.39 0.30 0.98
K maximum (D) n=36
Visit 1 0.00±0.18 0.4 to -0.4 0.45 0.42 0.98
Visit 2 0.00±0.17 0.3 to -0.3 0.41 0.39 0.98
Visit 3 0.00±0.18 0.4 to -0.4 0.41 0.41 0.98
K minimum (D) n=36
Visit 1 0.00±0.17 0.4 to -0.4 0.43 0.41 0.98
Visit 2 0.00±0.14 0.3 to -0.3 0.36 0.32 0.99
Visit 3 0.00±0.37 0.7 to -0.7 0.51 0.84 0.94
Central CT (mm) n=36
Visit 1 0.00±4.11 8.2 to -8.2 0.78 0.74 0.99
Visit 2 0.00±3.83 7.6 to -7.6 0.74 0.71 0.99
Visit 3 0.00±4.40 8.8 to -8.8 0.84 0.81 0.99
Superior CT (mm) n=36
Visit 1 0.00±10.15 20.3 to -20.3 1.68 1.67 0.96
Visit 2 0.00±8.42 16.8 to -16.8 1.35 1.37 0.97
Visit 3 0.00±9.58 19.1 to -19.1 1.58 1.59 0.97
Inferior CT (mm) n=36
Visit 1 0.00±7.86 15.7 to -15.7 1.08 1.29 0.97
Visit 2 0.00±5.81 11.6 to -11.6 1.02 0.97 0.98
Visit 3 0.00±8.21 16.4 to -16.4 1.34 1.34 0.97
Nasal CT (mm) n=36
Visit 1 0.00±6.91 13.8 to -13.8 1.13 1.11 0.98
Visit 2 0.00±7.80 15.6 to -15.6 1.31 1.26 0.98
Visit 3 0.00±9.94 19.9 to -19.9 1.23 1.44 0.97
Temporal CT (mm) n=36
Visit 1 0.00±6.53 13.1 to -13.1 1.25 1.11 0.98
Visit 2 0.00±6.27 12.6 to -12.6 1.38 1.75 0.97
Visit 3 0.00±6.03 12.1 to -12.1 1.12 1.12 0.98

Diff, difference mean; SD, standard deviation; BFS, best fit sphere; D, diopter; CT, corneal thickness.

Non
-co

mmerc
ial

 us
e o

nly



[Optometry Reports 2012; 2:e1] [page 5]

measurements. Figure 5 shows the repro-
ducibility of Orbscan central and mid-periph-
eral pachymetry.

Discussion

In this study, each patient underwent the
Orbscan procedure on three different days in
the same week, in order to provide informa-
tion on the repeatability and reproducibility
of Orbscan measurements of anterior and
posterior BFS, simulated keratometry, and
central and mid-peripheral corneal thick-
ness. This was carried out because although
the repeatability and precision of Orbscan
pachymetry has been extensively report-
ed,7,16,17,24,25 there is little information avail-
able about the repeatability and reproducibil-
ity of Orbscan curvature and corneal power
measurements. This information could be
very useful in the follow up of eye examina-
tion patients with respect to screening
corneal pathologies, refractive surgery and
follow up of wearers of contact lenses.

Repeatability
The repeatability of the Orbscan was deter-

mined with three consecutive measurements
of each cornea on three different visits.
Three successive measurements were used
for obtaining values of repeatability which
were more reliable than those obtained tak-
ing only two measurements, following the
recommendations of other authors.25

Bland and Altman’s coefficient of repeata-
bility, the CV and ICC were all calculated
because they are the coefficients most used
in the literature25,35,36 and also because there
is still no consensus on the choice of coeffi-
cient to be used.
The Orbscan provided repeatable measure-

ments for all the parameters evaluated, with
coefficients of repeatability lower than 1.0%
for anterior and posterior BFS, simulated
keratometry and central thickness pachyme-
try (Table 3). These results are in agreement
with previous reports.25,35,37

Similar to previous reports,28,29 our
pachymetry data showed that mid-peripheral
corneal thickness is less repeatable (close to
1%). However, we found better repeatability
than was found in another study, with a CV of
2.5% for peripheral pachymetry.17 The loss of
repeatability in the peripheral cornea with
the Orbscan could be explained by the fact
that there are fewer slits projected onto the
peripheral areas during acquisition than in
the central corneal region, where overlapping
of projected slits increases the resolution of
the measurement occurs.17 Jonuscheit et al.25

reported that repeatability is, at least indi-
rectly, related to the central anterior corneal
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Table 4. Analysis of reproducibility over three visits (anterior and posterior BFS, maxi-
mum and minimum keratometry, and central and mid-peripheral pachymetry).

Method Mean of Diff SD of Diff r2 P Value *

BFS anterior n=36
Visit 1 0.00 0.02 0.000 0.965
Visit 2 0.00 0.02 - -
Visit 3 0.00 0.02 - -
BFS posterior n=36
Visit 1 -0.01 0.02 0.000 0.874
Visit 2 0.00 0.02 - -
Visit 3 0.00 0.01 - -
K maxima n=36
Visit 1 0.08 0.15 0.000 0.509
Visit 2 -0.02 0.13 - -
Visit 3 -0.06 0.13 - -
K minima n=36
Visit 1 0.07 0.14 0.000 0.679
Visit 2 0.00 0.13 - -
Visit 3 -0.07 0.17 - -

Central CT n=36
Visit 1 -0.50 4.01 0.000 0.953
Visit 2 1.13 3.96 - -
Visit 3 -0.64 3.60 - -
Superior CT n=36
Visit 1 -4.46 8.85 0.000 0.308
Visit 2 3.62 7.12 - -
Visit 3 0.48 6.69 - -
Inferior CT n=36
Visit 1 0.20 5.02 0.000 0.807
Visit 2 1.56 5.82 - -
Visit 3 -1.76 5.01 - -
Nasal CT n=36
Visit 1 -0.86 6.76 0.000 0.889
Visit 2 1.66 6.71 - -
Visit 3 -0.80 6.79 - -
Temporal CT n=36
Visit 1 -0.86 4.51 0.000 0.959
Visit 2 0.78 6.87 - -
Visit 3 0.08 6.34 - -

CT, corneal thickness; Diff, differences; SD, standard deviation. *P value: two-way analysis of variance (ANOVA).

Table 5. Orbscan reproducibility coefficients. Limits of agreement (Lo A), Coefficient of
variation of reproducibility (CV), Bland and Altman’s coefficient of reproducibility (BA
CR) and intraclass correlation coefficient (ICC) of Orbscan measurement over three vis-
its are shown.

n=36 Diff±SD Lo A CV (%) BA CR (%) ICC

Anterior BFS (mm) 0.00±0.03 -0.1 to 0.1 0.23 0.41 0.99
Posterior BFS (mm) -0.01±0.03 -0.1 to 0.1 0.26 0.40 0.99
K maximum (D) 0.10±0.24 -0.4 to 0.6 0.34 0.55 0.99
K minimum (D) 0.09±0.25 -0.4 to 0.6 0.37 0.60 0.99
Central CT (µm) 0.09±6.76 -13.4 to 13.6 0.73 1.21 0.99
Superior CT (µm) -3.53±13.86 -31.3 to 24.2 1.30 2.20 0.98
Inferior CT (µm) 1.30±9.30 -17.3 to 19.9 0.97 1.55 0.99
Nasal CT (µm) -0.04±11.76 -23.6 to 23.5 1.16 1.88 0.99
Temporal CT (µm) -0.62±10.33 -21.3 to 20.0 1.06 1.75 0.99
Diff, difference mean; SD, standard deviation; BFS, best fit sphere; D, diopter; CT, corneal thickness.
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curvature. Our posterior BFS repeatability
results agree with those of Maldonado,35 who
reported a CV of 0.5% and an ICC of 0.98 in 22
post-myopic LASIK eyes. These results sug-
gest that myopic LASIK might not influence
Orbscan repeatability.35 However, Oshika et
al. found a CV of 0.18% and 0% for anterior
and posterior surfaces, respectively, with an
artificial spherical cornea.38

The fact that the coefficients calculated in
each visit showed no differences, suggests

that the Orbscan offers repeatable measures
of anterior and posterior BFS, simulated ker-
atometry, and central and mid-peripheral
corneal pachymetry.
The most repeatable parameters were cen-

tral corneal thickness, anterior and posterior
curvature (BFS) and simulated keratometry,
each of which displayed coefficients lower
than 1%. These results were similar to previ-
ous reports.25,35 However, mid-peripheral
corneal thickness showed coefficients higher

than 1%. This lack in the Orbscan peripheral
pachymetry repeatability has been previously
described.17,25,28

Reproducibility
There are few studies at present that

report the Orbscan’s reproducibility in
healthy corneas.24,34 We found that the coeffi-
cients of reproducibility (Bland-Altman and
CV) in the healthy eyes in this study were
lower than 2.0% for all the parameters evalu-
ated (Table 5). This reproducibility coeffi-
cient was determined with the final value of
each of three visits (calculated with the
mean value of three Orbscan assessments).
This suggests that the Orbscan can be useful
for monitoring topographic corneal changes
in prospective studies.28,39 The lowest coef-
ficient of reproducibility compared with the
coefficients of repeatability calculated in
each visit could be related to physiological
corneal changes (circadian changes). To
minimize the effects of diurnal variation on
pachymetry, all the measurements were per-
formed at the same time of day, because
Giráldez-Fernández found 2.5% of circadian
corneal thickness variation in central and
peripheral cornea.40

Posterior BFS reproducibility CV (0.26%)
was lower than that reported previously after
refractive surgery (0.68%35 to 1.22%41). This
difference suggests that myopic LASIK
corneal surface could have some influence in
Orbscan posterior analysis and is in agree-
ment with other studies in which some limi-
tations of scanning-slit corneal topography in
eyes treated with excimer laser keratorefrac-
tive surgery were found.18,42,43

BFS (anterior and posterior) and simulat-
ed keratometry showed higher reproducibili-
ty (Bland-Altman and CV) than corneal thick-
ness (central and mid-peripheral). This dif-
ference could be explained because circadian
variations of the cornea may mainly affect
corneal thickness and may have a low effect
on the curvature and the power of the
cornea.30,31

Finally, the Bland-Altman coefficient of
reproducibility was two times higher than
the CV for all corneal measurements (Table
5). This difference suggests that these coef-
ficients are not interchangeable and empha-
sizes the need to establish a consensus to
facilitate comparison between the results of
different studies. 

Clinical implications
The repeatability and reproducibility of

Orbscan measurements is of paramount
importance in many situations because
important clinical decisions are based on
Orbscan topography. Changes in simulated
keratometry, in anterior and posterior curva-

Article

Figure 1. Bland-Altman plot comparing Orbscan best fit sphere (BFS) repeatability in all
visits (left anterior BFS and right posterior BFS). For anterior BFS (left), the mean differ-
ence in the 1st visit (top-left) was 0.00 mm±0.02 mm and the limit of agreement (LoA)
ranged from 0.05 mm to -0.05 mm (SD±2); in the 2nd visit (middle left) the mean difference
was 0.00 mm±0.02 mm and LoA ranged from 0.03 mm to -0.03 mm; in the 3rd visit (lower
left) the mean difference was 0.00 mm±0.02 mm and LoA ranged from 0.03 mm to -0.03
mm. For posterior BFS (right) the mean difference in 1st visit (top-right) was 0.00 mm±0.03
mm; limit of agreement (LoA) ranged from 0.06 mm to -0.06 mm (SD±2), in 2nd visit (mid-
dle-right) was 0.00 mm±0.02 mm; LoA ranged from 0.04 mm to -0.04 mm and in 3rd visit
(below-right) was -0.00 mm±0.02 mm; LoA ranged from 0.05 mm to -0.05 mm.
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ture, or in corneal pachymetry may be early
indicators of corneal pathology (diagnosis44

and keratoconus progression45), iatrogenic
ectasia post corneal refractive surgery,7,35

contact lens-induced corneal swelling,46,47

and orthokeratology.11 These changes could
also be useful in myopia progression stud-
ies,25 and in the study of corneal thickness
and IOP relationship in glaucoma
patients.15,48

We were unable, however, to find any pre-
vious analysis of Orbscan repeatability and
reproducibility in the literature, because pre-
vious studies focused on comparison of

corneal pachymetry with different instru-
ments24,25 or on the study of posterior curva-
ture after corneal refractive surgery.35 To our
knowledge, this study is, therefore, the first
to investigate the repeatability and repro-
ducibility of Orbscan anterior and posterior
BFS, simulated topography, and central and
mid-peripheral pachymetry in healthy eyes
over one week with more than two visits.
The current results can serve as repeata-

bility and reproducibility (of curvature,
power and thickness of the cornea) control
data or as a reference for future clinical stud-
ies. However, these results should be inter-

preted with caution because of the limita-
tions of the Orbscan apparatus, the absence
of a gold-standard to compare the corneal
measurements, the experimental methodolo-
gy, and the effect of circadian corneal
changes, but they provide reference coeffi-
cients to facilitate the clinical use of Orbscan
corneal assessment.
It will, nevertheless, be necessary to check

the reproducibility of the technique in irreg-
ular or opaque corneas or in unhealthy eyes,
since a decrease in the reliability of the
instrument has been described in such
patients.41

Article

Figure 2. Bland-Altman plot comparing Orbscan simulated keratometry repeatability in
all visits (left maximum keratometry (K max) and right minimum keratometry (K min)).
For K max (left) the mean difference in 1st visit (top left) was 0.00 mm±0.18 mm and the
limit of agreement (LoA) ranged from 0.40 mm to -0.40 mm (SD±2); in 2nd visit (middle
left) was 0.00 mm±0.17 mm and LoA ranged from 0.30 mm to -0.30 mm; in the 3rd visit
(lower left) was 0.00 mm±0.18 mm and LoA ranged from 0.40 mm to -0.40 mm. For K
min (right) the mean difference in 1st visit (top-right) was 0.00 mm±0.17 mm; limit of
agreement (LoA) ranged from 0.40 mm to -0.40 mm (SD±2), in 2nd visit (middle right)
was 0.00 mm±0.14 mm; LoA ranged from 0.30 mm to -0.30 mm and in 3rd visit (lower
right) was 0.00 mm±0.37 mm; LoA ranged from 0.70 mm to -0.70 mm.

Figure 3 (A). Bland-Altman plot compar-
ing Orbscan central pachymetry repeata-
bility over all visits. The mean difference in
1st visit (top) was 0.00 mm±4.11 mm; limit
of agreement (LoA) ranged from 8.20 mm
to -8.20 mm (SD±2), in 2nd visit (middle)
was -0.00 mm±3.83 mm; LoA ranged from
7.60 mm to -7.60 mm and in 3rd visit (b)
was 0.00 mm±4.40 mm; LoA ranged from
8.80 mm to -8.80 mm.
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Conclusions

The Orbscan provides repeatable and
reproducible measurements of anterior and
posterior BFS, simulated keratometry, and
central and mid-peripheral (superior, inferi-
or, nasal and temporal) pachymetry. It is a
non-invasive, repeatable and reproducible
technique for corneal topography evaluation
in healthy eyes.

References

1. Rabinowitz YS, Rasheed K, Yang H,
Elashoff J. Accuracy of ultrasonic
pachymetry and videokeratograohy in
detecting Keratoconus. J Cataract
Refract Surg 1998; 24:196-201.

2. Zadnik K, Barr JT, Edrington TB, et al.
Baseline findings in the collaborative
longitudinal evaluation of keratoconus
(CLEK) study. Invest Ophthalmol Vis Sci
1998;39: 2537-46.

3. Fam H, Lim KL. Corneal elevation indices
in normal and keratoconic eyes. J

Cataract Refract Surg 2006;32:1281-7.
4. Lim L, Wei RH, Chan WK, Tan DT.
Evaluation of keratoconus in Asians: role
of Orbscan II and Tomey TMS-2 corneal
topography. Am J Ophthalmol 2007;
143:390-400.

5. Rao SN, Raviv T, Majmudar PA, Epstein
RJ. Role of Orbscan II in screening kera-
toconus suspects before refractive
corneal surgery. Ophthalmology 2002;
109:1642-6.

6. Naroo SA, Charman WN. Changes in pos-
terior corneal curvature after photore-
fractive keratectomy. J Cataract Refract
Surg 2000;26:872-8.

7. Cheng AC, Rao SK, Lam DS. Accuracy of
Orbscan II in the assessment of posterior
curvature in patients with myopic LASIK.
J Refract Surg 2007;23:677-80.

8. Randleman JB, Russell B, Ward MA, et al.
Risk factors and prognosis for corneal
ectasia after LASIK. Ophthalmology
2003;110: 267-75.

9. Szczotka LB. Clinical evaluation of a
topographically based contact lens fitting
software. Optom Vis Sci 1997;74:14-9.

10. Szczotka LB. Corneal topography and
contact lenses. Ophthalmol Clin North
Am 2003;16:433-53.

11. Barr JT, Rah MJ, Jackson JM, Jones LA.
Orthokeratology and corneal refractive
therapy: a review and recent findings.
Eye Contact Lens 2003;29:S49-53.

12. Villa-Collar C, González-Méijome JM,
Queirós A, Jorge J. Short-term corneal
response to corneal refractive therapy for
different refractive targets. Cornea
2009;28: 311-6.

13. Martin R, Rodriguez G. Reverse geometry
contact lens fitting after corneal refrac-
tive surgery. J Refract Surg 2005;21:753-
6.

14. Martin R, de Juan V. Reverse geometry
contact lens fitting in corneal scar
caused by perforating corneal injuries.
Cont Lens Anterior Eye 2007;30:67-70.

15. Iester M, Mete M, Figus M, Frezzotti P.
Incorporating corneal pachymetry into
the management of glaucoma. J Cataract
Refract Surg 2009:35;1623-8.

16. González-Méijome JM, Cerviño A, Yebra-
Pimentel E, Parafita MA. Central and
peripheral corneal thickness measure-
ment with Orbscan II and topographical
ultrasound pachymetry. J Cataract
Refract Surg 2003;29:125-32.

17. Fam HB, Lim KL, Reinstein DZ. Orbscan
global pachymetry: Analysis of repeated
measures. Optom Vis Sci 2005;82:1047-
53.

18. Cairns G, McGhee CN. Orbscan comput-
erized topography: attributes, applica-
tions, and limitations. J Cataract Refract
Surg 2005;31:205-20.

Article

Figure 3 (B). Bland-Altman plot comparing Orbscan mid-peripheral pachymetry repeata-
bility over all visits (left temporal pachymetry and right nasal pachymetry). To temporal
pachymetry (left) the mean difference in 1st visit (top-left) was 0.00 mm±6.53 mm; limit
of agreement (LoA) ranged from 13.10 mm to -13.10 mm (SD±2), in 2nd visit (middle-
left) was 0.00 mm±6.27 mm; LoA ranged from 12.60 mm to -12.60 mm and in 3rd visit
(below-left) was 0.00 mm±6.03 mm; LoA ranged from 12.10 mm to -12.10 mm. To nasal
pachymetry (right) the mean difference in 1st visit (top-right) was 0.00 mm±6.91 mm;
limit of agreement (LoA) ranged from 13.80 mm to -13.80 mm (SD±2), in 2nd visit (mid-
dle-right) was 0.00 mm±7.80 mm; LoA ranged from 15.60 mm to -15.60 mm and in 3rd

visit (below-right) was 0.00 mm±9.94 mm; LoA ranged from 19.9 mm to -19.90 mm.Non
-co

mmerc
ial

 us
e o

nly



[Optometry Reports 2012; 2:e1] [page 9]

19. Cairns G, Collins A, McGhee CN. A
corneal model for slit-scanning elevation
topography. Ophthalmic Physiol Opt
2003;23:193-204.

20. Orbscan II, Orbscan IIz, Operator’s
Manual (version 3.12). Salt Lake City:
Bausch and Lomb; 2002. pp. 8-15.

21. Horner DG, Salmon TO, Soni PS. Corneal
tophography. In: Benjamin WJ Borisch’s
Clinical Refraction. Philadelphia,
Pennsyl-vania: WB Saunders Company;
1998.

22. Mejía-Barbosa Y, Malacara-Hernández D.
A review of methods for measuring
corneal topography. Optom Vis Sci

2001;78:240-53.
23. Montero JA, Ruiz-Moreno JM,

Fernandez-Munoz M, Rodriguez-Palacios
MI. Effect of topical anesthetics on
intraocular pressure and pachymetry. Eur
J Ophthalmol 2008;18: 748-50.

24. Lackner B, Schmidinger G, Pieh S, et al.
Repeteability and reproducibility of cen-
tral corneal thickness measurements
with Pentacam, Orbscan and Ultrasound.
Optom Vis Sci 2005;82:892-9.

25. Jonuscheit S, Doughty MJ. Regional
repeatability measures of corneal thick-
ness: Orbscan II and Ultrasound. Optom
Vis Sci 2007;84:52-8.

26. Matsuda J, Hieda O, Kinoshita S.
Comparison of central corneal thickness
measurements by Orbscan II and
Pentacam after corneal refractive sur-
gery. Jpn J Ophthalmol 2008;52:245-9.

27. Hashemi H, Mehravaran S. Central
corneal thickness measurement with
Pentacam, Orbscan II, and ultrasound
devices before and after laser refractive
surgery for myopia. J Cataract Refract
Surg 2007;33: 1701-7.

28. Martin R, De Juan V, Rodriguez G, et al.
Measurement of corneal swelling varia-
tions without removal of the contact lens
during extended wear. Invest Ophthalmol
Vis Sci 2007;48:3043-50.

29. Lattimore MR, Kaupp S, Schallhorn S,
Lewis RT. Orbscan pachymetry: Implica-
tions of a repeated measures and diurnal
variation analysis. Ophthalmology 1999;
106:977-81.

30. Aakre BM, Doughty MJ, Dalane OV, et al.
Assessment of reproducibility of meas-
ures of intraocular pressure and central
corneal thickness in young white adults
over a 16-h time period. Ophthalmic
Physiol Opt 2003; 23:271-83.

30. Doughty MJ, Zaman ML. Human corneal
thickness and its impact on intraocular
pressure measures: a review and meta-
analysis approach. Surv Ophthalmol
2000; 44:367-408.

32. British Standards Institution. Accuracy
(trueness and precision) of measure-
ment methods and results: General prin-
ciples and definitions. London: HMO;
1994. BS ISO 5725 part 1.

33. British Standards Institution. Accuracy
(trueness and precision) of measure-
ment methods and results: Basic meth-
ods for the determination of repeatability
and reproducibility of a standard meas-
urement method. London: HMO; 1994. BS
ISO 5725 part 2.

34. Bland M, Altman D. Statistical methods
for assessing agreement between two
methods of clinical measurement. Lancet
1986;8: 307-10.

35. Maldonado MJ, Nieto JC, Díez-Cuenca M,
Piñero DP. Repeatability and repro-
ducibility of posterior corneal curvature
measurements by combined scanning-
slit and Placido-disc topography after
lasik. Ophthalmology 2006;113:1918-26. 

36. Muscat S, McKay N, Parks S, et al.
Repeatability and reproducibility of
corneal thickness measurements by opti-
cal coherence tomography. Invest
Ophthalmol Vis Sci 2002 ;43:1791-5.

37. Menassa N, Kaufmann C, Goggin M, et al.
Comparison and reproducibility of
corneal thickness and curvature readings
obtained by the Galilei and the Orbscan II
analysis systems. J Cataract Refract Surg

Article

Figure 3 (C). Bland-Altman plot comparing Orbscan mid-peripheral pachymetry repeata-
bility over all visits (left superior pachymetry and right inferior pachymetry). For superi-
or pachymetry (left) the mean difference in 1st visit (top-left) was 0.00 mm±10.15 mm;
limit of agreement (LoA) ranged from 20.30 mm to -20.30 mm (SD±2), in 2nd visit (mid-
dle-left) was 0.00 mm±8.42 mm; LoA ranged from 16.80 mm to -16.80 mm and in 3rd

visit (below-left) was 0.00 mm±9.58 mm; LoA ranged from 19.10 mm to -19.10 mm. For
inferior pachymetry (right) the mean difference in 1st visit (top-right) was 0.00 mm±7.86
mm; limit of agreement (LoA) ranged from 15.70 mm to -17.70 mm (SD±2), in 2nd visit
(middle-right) was 0.00 mm±5.81 mm; LoA ranged from 11.60 mm to -11.60 mm and in
3rd visit (lower right) was 0.00 mm±8.21 mm; LoA ranged from 16.40 mm to -16.40 mm.Non

-co
mmerc

ial
 us

e o
nly



[page 10] [Optometry Reports 2012; 2:e1]

2008;34: 1742-7.
38. Oshika T, Tomidokoro A, Tsuji H. Regular

and irregular refractive powers of the
front and back surfaces of the cornea.
Exp Eye Res 1998;67:443-7.

39. Martin R, de Juan V, Rodriguez G, et al.
Contact lens-induced corneal peripheral
swelling differences with extended wear.
Cornea 2008;27:976-9.

40. Giráldez-Fernández MJ, Díaz-Rey A,
García-Resua C, Yebra-Pimentel, Vilar E.
Diurnal variations of central and para-
central corneal thickness and curvature.
Arch Soc Esp Oftalmol 2008;83:183-91.

41. Hernández-Quintela E, Samapunphong
S, Khan BF, et al. Posterior corneal sur-
face changes after refractive surgery.
Ophthal-mology 2001;108:1415-22.

42. Boscia F, La Tegola MG, Alessio G,
Sborgia C. Accuracy of Orbscan optical
pachymetry in corneas with haze. J
Cataract Refract Surg 2002;28:253-8.

43. Prisant O, Calderon N, Chastang P, et al.
Reliability of pachymetric measurements
using Orbscan after excimer refractive

surgery. Ophthalmology 2003;110:511-5.
44. Kaya V, Utine CA, Altunsoy M, et al.

Evaluation of corneal topography with
Orbscan II in first-degree relatives of
patients with Keratoconus. Cornea 2008;
27:531-4.

45. Kim H, Joo CK. Measure of keratoconus
progression using Orbscan II. J Refract
Surg 2008;24:600-5.

46. Martin R, de Juan V, Rodriguez G, et al.
Contact lens-induced corneal peripheral
swelling: Orbscan repeatability. Optom
Vis Sci 2009;86:340-9.

47. Moezzi AM, Fonn D, Simpson TL, Sorbara
L. Contact lens-induced corneal swelling
and surface changes measured with the
Orbscan II corneal topographer. Optom
Vis Sci 2004;81:189-93.

48. Jiménez-Rodriguez E, López-Cobos M,
Luque-Aranda R, et al. Relationship bet-
ween central corneal thickness, intraocu-
lar pressure and severity glaucomatous
visual field loss. Arch Soc Esp Oftalmol
2009;84: 139-44.

Article

Figure 4. Bland-Altman plot comparing Orbscan best fit sphere (BFS) and simulated ker-
atometry reproducibility over three visits. For anterior BFS (top-left) the mean difference
was 0.00 mm±0.03 mm; LoA ranged from 0.10 mm to -0.10 mm. For posterior BFS (top-
right) the mean difference was -0.01 mm±0.03 mm; LoA ranged from 0.10 mm to -0.10
mm. For maximum simulated keratometry (K max) (lower left) the mean difference was
0.10 mm±0.24 mm; LoA ranged from 0.60 mm to -0.40 mm. For minimum simulated
keratometry (K min) (right-below) the mean difference was 0.09 mm±0.25 mm; LoA
ranged from 0.60 mm to -0.40 mm.
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